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§ 95.1123 Protection of medical equip-
ment. 

The manufacturers, installers and 
users of WMTS equipment are cau-
tioned that the operation of this equip-
ment could result in harmful inter-
ference to other nearby medical de-
vices.

§ 95.1125 RF safety. 
Portable devices as defined in 

§ 2.1093(b) of this chapter operating in 
the WMTS are subject to radio fre-
quency radiation exposure require-
ments as specified in §§ 1.1307(b) and 
2.1093 of this chapter. Applications for 
equipment authorization of WMTS de-
vices must contain a statement con-
firming compliance with these require-
ments. Technical information showing 
the basis for this statement must be 
submitted to the Commission upon re-
quest.

§ 95.1127 Station identification. 
A WMTS station is not required to 

transmit a station identification an-
nouncement.

§ 95.1129 Station inspection. 
All WMTS transmitters must be 

available for inspection upon request 
by an authorized FCC representative.

Subpart I—Medical Implant 
Communications (MICS)

SOURCE: 64 FR 69933, Dec. 15, 1999, unless 
otherwise noted.

§ 95.1201 Eligibility. 
Operation in the MICS is permitted 

by rule and without an individual li-
cense issued by the FCC. A person is 
permitted to operate medical implant 
transmitters connected to medical im-
plant devices that have been implanted 
in that person by a duly authorized 
health care professional and medical 
implant programmer/control transmit-
ters associated with their medical im-
plant transmitter(s). Duly authorized 
health care professionals are permitted 
by rule to operate MICS transmitters. 
Manufacturers of medical implant de-
vices and MICS transmitters and their 
representatives are authorized to oper-
ate transmitters in this service for the 

purpose of demonstrating such equip-
ment to duly authorized health care 
professionals. No entity that is a for-
eign government or which is acting in 
its capacity as a representative of a 
foreign government is eligible to oper-
ate a MICS transmitter. The term 
‘‘duly authorized health care profes-
sional’’ means a physician or other in-
dividual authorized under state or fed-
eral law to provide health care services 
using medical implant devices. Oper-
ations that comply with the require-
ments of this part may be conducted 
under manual or automatic control.

§ 95.1203 Authorized locations. 

MICS operation is authorized any-
where CB station operation is author-
ized under § 95.405.

§ 95.1205 Station identification. 

A MICS station is not required to 
transmit a station identification an-
nouncement.

§ 95.1207 Station inspection. 

All non-implanted MICS apparatus 
must be made available for inspection 
upon request by an authorized FCC rep-
resentative. Persons operating im-
planted medical implant transmitters 
shall cooperate reasonably with duly 
authorized FCC representatives in the 
resolution of interference.

§ 95.1209 Permissible communications. 

(a) Except for the purposes of testing 
and for demonstrations to health care 
professionals, medical implant pro-
grammer/control transmitters may 
transmit only operational, diagnostic 
and therapeutic information associated 
with a medical implant device that has 
been implanted by a duly authorized 
health care professional. 

(b) Except in response to a medical 
implant event, no medical implant 
transmitter shall transmit except in 
response to a transmission from a med-
ical implant programmer/control 
transmitter or a non-radio frequency 
actuation signal generated by a device 
external to the body in which the med-
ical implant transmitter is implanted 
or is to be implanted. 
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